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Abstract

Aim: The aim of the study was to investigate the effects of tube current and tube voltage selection on patient dose in adult and pediatric
abdominal CT protocols by analyzing them both statistically and with PCA and cluster methods.

Methods: A total of 24 CT phantom scans (12 pediatric and 12 adult) were performed and CTDIvol and DLP values in the dose sheet were
recorded. In the scans, 50 mAs, 60 mAs, 80 mAs, and 100 mAs tube currents were used, respectively. For each mAs value, tube voltages of 80
kVp, 110 kVp, and 130 kVp were selected.

Results: The loading plot obtained the relationships between the variables in the Principal Component 1 (PC1) and Principal Component 2
(PC2) space. PC1 was obtained as 84.67% and PC2 as 14.64%, and the sum of both PCs was observed to constitute 99.31% of the total
variance. It was observed that the values obtained with 100 mAs and 130 kVp in CT scans had the highest heavy loadings for PC1. In cluster
analysis, it was observed that all the data obtained from CT scans performed with 80 kVp at different mAs values with both adult and pediatric
abdomen phantoms were in the same Group.

Conclusion: PCA and cluster analysis are advantageous in terms of ease of use and qualitative assessment. PCA method can be used to
evaluate the compliance of radiation with standards in scans performed with different CT devices used and to examine multiple parameters
simultaneously.
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Introduction

Computed Tomography (CT) is @ modern device used in diagnostic
radiology for diagnostic/therapeutic purposes in different age
groups. X-ray or ionizing radiation is used in CT scans. lonizing
radiation has the energy to change the structure of cells and
molecules in the human body.!

Based on epidemiological studies, it is known that radiation can
cause cancer. Therefore, the increasing use of CT has become an
important issue as it will cause harmful effects such as hereditary
and genetic diseases.? In CT scans, patient exposure to radiation
varies depending on the scanning protocols of different institutions.?
Differences in the make and model of CT scanners, differences in
patients (e.g., clinical indication for scanning, patient size, gender,
and age), protocol selection of the healthcare personnel obtaining
the imaging, and the relevant CT scan parameters cause changes
in radiation dose.* Performing CT scans by reducing radiation
dose while preserving the quality of diagnostic images protects
patients from overexposure. Unnecessary radiation exposure is a
bigger problem, especially in pediatric patients. The reason is that
children’s tissues are more radiosensitive than adults and have a
longer lifespan for radiation-induced damage to occur.* Therefore,
adjusting the scanning parameters according to the body structure
of children is an important factor in terms of their exposure to less
radiation.®

Diagnostic reference levels (DRLs) are used in diagnostic radiology
to avoid unnecessary radiation.® The use of DRLs has reduced
dose variation among imaging centers and hospitals to some
extent.” In addition to DRL, methods such as automatic tube
current modulation (ATCM) and iterative reconstruction (IR) are
also recommended to reduce patient exposure.® However, when it
is desired to reduce the radiation dose, image quality should also
be taken into consideration. For this purpose, measurements are
made using phantoms and the volume CT dose index (CTDIvol) or
dose length product (DLP) obtained on the dose page is used as
patient exposure indicators.® CTDI is the basic dose descriptor in
CT and is recorded for a single rotation of the X-ray source. The
unit of CTDI is milligray (mGy).° DLP is a parameter obtained by
multiplying CTDIvol by the total length and is used to calculate
the radiation dose received by the patient. Its unit is expressed as
mGy*cm. In order to make generalizations in the evaluation of dose
optimization in CT, a lot of data need to be evaluated. Therefore,
machine learning techniques are used to detect outliers from a
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Figure 1. (A) Siemens Somatom CT scanner, (B) abdomen phantom

large data set.””

Principal Component Analysis (PCA), one of the unsupervised
Machine Learning techniques, is a statistical method used to
analyze similarities and differences in data qualitatively and
quantitatively. It is widely used in different disciplines to reduce
the size of multidimensional and interrelated data."" Therefore,
PCA is a widely adaptable method for analyzing different data
sets obtained in different disciplines.’ In the PCA method, the
importance of the data to be analyzed, their weighted averages,
and their effects on the outputs can be examined.”™

The aim of the study was to investigate the effects of tube current
and tube voltage selection on patient dose in adult and pediatric
abdominal CT protocols by analyzing them both statistically and
with PCA and cluster methods.

Materials and Methods
CT Machine and Imaging Protocol (CT Scanning and Phantom)

In the study, CT scans were performed using the Somatom Go. Up
16 Slice (Siemens AG, Forchheim, Germany) and abdomen phantom
were used (Wire in Air Phantom, Siemens Healthineers, Germany)
for CT (Figure 1).

A total of 24 CT phantom scans (12 pediatric and 12 adult) were
performed. In the scans, 50 mAs, 60 mAs, 80 mAs, and 100 mAs
tube currents were used, respectively. For each mAs value, tube
voltages of 80 kVp, 110 kVp, and 130 kVp were selected separately.
CTDIvol and DLP values on the dose page were recorded in different
abdomen phantom CT scans. Tube voltage selection greater than
130 kVp could not be made in the CT device used in the study.

Ethical Approval
No animal or human studies were carried out by the author for this
article.

Statistical Analysis

Descriptive statistics for the features emphasized were expressed
as Mean and Standard Deviation (SD). The Kruskal-Wallis test
was used to compare the groups in terms of these features. The
Spearman Correlation Coefficient was calculated to determine the
relationship between the variables. SPSS (IBM SPSS Statistics 24)
statistical package program was used for calculations and the
statistical significance level was taken as 5%.

Principal Component Analysis and Cluster Analysis
In PCA and cluster analysis, only kVp values were written in
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parentheses for both adult and pediatric patients to make the data
understandable. Patients indicated with 1, 2, 3, and 4 expressed 50,
60, 80, and 100 mAs values, respectively. In the study, OriginPro
2022 (OriginLab Corporation, Northampton, MA) was used for PCA,
cluster analysis, and all data processing.

Reporting Guidelines
The study was reported in accordance with STROBE guideline.

Results

In the study, CT scans were performed at different mAs and kVp
values using an abdomen phantom in pediatric and adult patient
protocols, and CTDIvol and DLP values were measured on the dose
page. While the CTDIvol values obtained at 50 mAs in the pediatric
and adult protocols changed, it was detected that these values
were the same at 60, 80, and 100 mAs. It was observed that the
DLP values changed with the increase of both kVp and mAs values.
It was determined that the CTDIvol and DLP values measured in
the pediatric patients were higher at the same kVp values.

Statistical analysis

In the study, firstly, mean + SD was calculated for the features
focused on. Kruskal-Wallis test was used to compare the groups
in terms of these features and the results obtained are shown
in Table 1. A comparison of CTDIvol and DLP values was made

according to both mAs values (50 mAs, 60 mAs, 80 mAs, and 100
mAs) and patient type (Adult, Pediatric) (Table 1).

According to mAs values and patients, the total mean + SD value
for CTDIvol was 4.3658 + 3.22172 and the total mean + SD value
for DLP was 175.421 + 127.5346. The averages of CTDIvol and
DLP values measured at different mAs values were found to
be statistically significant (p<0.05). In the analysis performed
according to patient groups, p=0.936 for CTDIvol value and
p=0.769 for DLP value were found.

A comparison of CTDIvol and DLP values obtained at different mAs
values (groups) in Adult and Pediatric phantom CT examinations
is shown in Table 2. In the comparison of CTDIvol and DLP
values detected at different mAs values in pediatric phantom
CT examinations, p values were found to be 0.190 and 0.151,
respectively. In the comparison of CTDIvol and DLP values found at
different mAs values in adult phantom CT examinations, p values
were found to be 0.148 and 0.243, respectively (Table 2).

PCA and Cluster analysis

In the study, a total of 24 (12 adult, 12 pediatric) examinations
were performed in the CT device at different kVp and mAs
values, and the determined CTDIvol and DLP values were shown
qualitatively by the PCA method and cluster analysis (Figure 2). The
relationships between variables in the Principal Component 1 (PC1)
and Principal Component 2 (PC2) space were reached with the

Table 1. Descriptive statistics and comparison results for characteristics by groups

According to mAs values According to patients
| weneso | | Memsso | P |

50 mAs 1.1233 b + 0.36947 Pediatric 4.4208 + 3.23131
P.CTDlvol 80 mAs 5.4433 a + 2.88708 0.007 Adult 4.3108 + 3.35479 0.936
Total 4.3658 + 3.22172 Total 4.3658 + 3.22172
50 mAs 59.367 b + 48.1840 Pediatric 183.317 + 140.7843
PDIER 80 mAs 217.883a+117.3344 0.013 Adult 167.525 + 118.5436 0.769
Total 175.421 £ 127.5346 Total 175.421 + 127.5346

a, b: The differences between means with different letters in the same column are significant (p<0.05). SD: standard deviation, CTDIvol = volume CT dose index, DLP = dose-length product, a

significant difference between groups, p<0.05.

Table 2. Comparisons of separate groups in pediatric and adults

Mean + SD P
50 mAs 1.3433 + 0.04041
60 mAs 4.0600 + 2.40225
P.CTDIvol 80 mAs 5.4433 + 3.22785 0.190
100 mAs 6.8367 + 4.06345
o Total 44208 + 3.23131
Pediatric
50 mAs 50.467 + 2.7791
60 mAs 152.3 £+ 90.1419
PDLP 80 mAs 235.167 + 139.3757 0.151
100 mAs 295.333 + 175.1609
Total 183.317 £ 140.7843
50 mAs 0.9033 + 0.44095
60 mAs 4.06 + 2.40225
P.CTDIvol 80 mAs 5.4433 + 3.22785 0.148
100 mAs 6.8367 + 4.06345
Total 4.3108 + 3.35479
Adult
50 mAs 68.267 + 74.5580
60 mAs 1496 + 88.6819
PDLP 80 mAs 200.6 + 118.7294 0.293
100 mAs 251.633 + 149.1865
Total 167.525 + 118.5436

P: Pediatric, CTDIvol = volume CT dose index, DLP = dose-length product
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Table 3. Data obtained by PCA and cluster analysis

E KVp values |PC1 (84.67%)| PC2 (4.64%) CT?I\',I"‘;'S(’E)GV’ DL:’N(I“:GSE’D;"‘)

Descriptive statistics (n = 24)

Clusters*

A1(80kVp) 80 -2.12559 -0.20072 1
A1(110kVp) 50 110 -1.2638 0.94723 1
A1(130kVp) 130 -0.08516 1.37682 1
A2(80kVp) 80 -1.73012 -0.44027 1
A2(110kVp) 60 110 -0.05485 0.21429 1
A2(130kVp) 130 1.24384 0.54053 DL
A3(80kVp) 80 -1.53379 -0.55916 1
A3(110kVp) 80 110 0.46335 -0.09942 2%
A3(130kVp) 130 2.03474 0.06122 10 Pl
A4(80kVp) 80 -1.33699 -0.67832 S § 1
A4(110kVp) 100 110 0.97865 -0.41177 N B Da=
A4(130kVp) 130 0.97865 -0.41177 " " P
P1(80kVp) 80 -1.83253 -0.37828 2y M 1
P1(110kVp) 50 110 -1.08784 0.8403 § 5 1
P1(130kVp) 130 -0.56255 1.63544 < 10 1
P2(80kVp) 80 -1.72487 -0.44312 - 1
P2(110kVp) 60 110 -0.04053 0.20652 1
P2(130kVp) 130 1.26294 0.53018 2%*
P3(80kVp) 80 -1.4684 -0.59462 1
P3(110kVp) 80 110 0.63042 -0.19 2%
P3(130kVp) 130 2.29728 -0.08113 2o
P4(80kVp) 80 -1.25536 -0.72257 1
P4(110kVp) 100 110 1.19346 -0.52824 P
P4(130kVp) 130 3.16352 -0.60174 P

a, b: The differences between means with different letters in the same column are significant (p<0.05). SD: standard deviation, CTDIvol = volume CT dose index, DLP = dose-length product, a

significant difference between groups, p<0.05.

loading plot. PC1 was obtained as 84.67%, PC2 as 14.64%, and the
sum of both PCs was observed to constitute 99.31% of the total
variance. In the loading graph, CTDIvol, DLP, and kVp were seen
to have similar heavy loadings for PC2. P4 (130 kVp) and A4 (130
kVp) values obtained with 100 mAs and 130 kVp in pediatric and
adult phantom CT scans, were observed to have the highest heavy
loadings for PC1 (Figure 2). In the cluster analysis, the distribution
of the data uploaded to the system in 2 different groups is shown
in Figure 3. As a result of the analysis, the PC1 and PC2 scores
detected and the groups in which the patients were included are
shown in Table 3. It was observed that all the data obtained from
the CT scans performed with 80 kVp at different mAs values with
both Adult and Pediatric abdomen phantoms were in Group 1.

Discussion

Tube voltage (kVp) is a scanning parameter that has an exponential
relationship with radiation exposure. While kVp is a parameter that
determines image quality, lowering kVp increases image noise.™

Since contrast and image noise parameters are related to tube
current and tube voltage, it is necessary to obtain the lowest
radiation dose without compromising the accuracy of diagnosis
in CT scans. In addition, tube current and tube voltage should be
adjusted according to the size of the patient.”

CTDIvol and DLP values, which can vary depending on the mAs and
kVp values used during a CT scan, are used by CT manufacturers
as indicators of the radiation produced during the scan. It also
provides valuable information when used to the amount of
radiation exposure of patients in different age groups.'®

Brenner et al.'” put forward that the lifetime CT-attributable cancer
death risk for children aged 5 years was approximately 2.5 times
higher than the risk for adults aged 30 years in their study. They
also compared abdomen and head CT scans and showed that the
estimated risks were significantly higher for abdominal CT scans
than for head scans.

In the study conducted by Masuda et al.'’® they evaluated the
radiation dose and image quality in low-tube-voltage pediatric
chest computed tomography angiography (CTA) using the standard
tube voltage technique. As a result of the study, they found out that
the contrast-to-noise ratio (CNR) index was the same in 80 kVp
and 120 kVp imaging. Therefore, they concluded that the radiation
dose given to infants undergoing chest CT scans could be reduced
without deterioration in image quality.

In a study carried out by Khan et al,, they concluded that reducing
the tube voltage from 120 kVp to 100 kVp can significantly reduce
radiation exposure while maintaining good diagnostic imaging
quality.” Karmazyn et al.'® obtained CTDIvol values at various tube
voltages using cylindrical water phantoms of different sizes. They
also evaluated the effect of patient size on dose and image quality.
They suggested that the tube voltage should be reduced from 120
to 80 kVp for infants and 100 kVp for older children.

Wilting et al.?® revealed that radiation dose can be reduced by
adjusting the X-ray beam according to patient size. In the study, the
higher values obtained from the scans made with 80 mAs-130 kVp
(A3, P3) and 100 mAs-130 kVp (A4, P4) are due to the increase in
radiation dose by tube current and tube voltage. As seen from PCA
and Cluster analysis, it was noted that especially P4 (130 kVp), that
is, the CT scan made with 100 mAs-130 kVp, had the highest PC1
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Figure 2. The loading plot shows the relationships between variables in
PC1 and PC2 space. The value in parentheses indicates the kVp value.
Values 1, 2, 3, and 4 represent the data measured at 50, 60, 80, and 100
mAs, respectively. Additionally, A indicates adult abdomen phantom CT
scan and the letter P indicates pediatric abdomen phantom CT scans
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Figure 3. Cluster analysis; The value in parentheses indicates the kVp
value. Values 1, 2, 3, and 4 express the data measured at 50, 60, 80, and
100 mAs, respectively. Additionally, A indicates adult abdomen phantom
CT scan and the letter P indicates pediatric abdomen phantom CT scans
loading. It can be concluded that the results obtained from PCA
and Cluster analysis have advantages in terms of both qualitative
and quantitative presentation and ease of use. Especially in today’s
world where machine learning is increasingly gaining attention, it
is seen that there are studies conducted with PCA in Radiology as
in other fields. Meineke et al.” used machine learning techniques
in dose optimization for CT quality assurance and suggested that it
could be a useful tool to simplify CT quality assurance.

The PCA method was used to distinguish benign and malignant
solitary pulmonary nodules.?’ to verify the relationships between
MRI (Magnetic Resonance Imaging) features and gene expression
profiles in retinoblastoma, and thus to evaluate the reproducibility

of radiogenomics in retinoblastoma.? and to analyze the
effectiveness of medical treatments and changes in radiological
imaging before and after treatment.?* Rompado et al.** applied
the cluster analysis technique to information obtained from the
CT dose record archive. They detected that cluster analysis can
provide a fast and effective overview of the main combinations of
exposure parameters and dose indicator distributions, even if the
information is not homogeneous.

It has been stated that conversion factors were created to
normalize CTDI vol and DLP according to patient size to estimate
the actual absorbed doses in CT scans performed with phantoms
and that these values are consistent with the 32 cm phantom.
Moreover, CTDIvol and DLP should be reported in the studies
performed in accordance with the instructions recommended by
the manufacturer for the clinical pediatric body protocol. Therefore,
using the same phantom provides an advantage in terms of not
causing errors when trying to optimize the protocols.?®

Limitations

This study has some limitations. These limitations are that
the study was conducted with a single CT device and the same
phantom was used in the measurements. Moreover, the data was
obtained from the dose report page.

Conclusion

Changing the kVp and mAs values affects CTDIvol and DLP values
in both adult and pediatric patients. The fact that there was
no significant difference between the results in the statistical
comparison led to the thought that more attention should be
paid to pediatric patients due to their small body structure. The
reason is that it can be said that the amount of radiation they are
exposed to is higher. In addition, it was concluded that PCA and
cluster analysis are also advantageous in terms of ease of use and
qualitative assessment. It can be stated that the PCA method will
be advantageous and usable in terms of evaluating the compliance
of radiation with the standards in scans made on different CT
devices used and examining multiple parameters at the same time.
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Abbreviations

ATCM: Automatic tube current modulation
CNR: Contrast-to-noise ratio

CT: Computed tomography

CTDIvol: Volume ct dose index

DLP: Dose length product

IR: Iterative reconstruction

kVp: Kilovolt peak

mAs: Milliampere-second
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PCA: Principal component analysis
SD: Standard deviation
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